Assessment of the Dynamism of the Left Atrial Appendage Dimensions: A Computer Tomographic Analysis

Mohamed Marwan, MD*, Amina Vaillant, Fabian Ammon, MD, Daniel Bittner, MD, Michaela Hell, MD, Stephan Achenbach, MD

Department of Cardiology, University of Erlangen-Nuremberg, Erlangen, Germany

Abstract

Background: Device sizing prior to left atrial appendage (LAA) closure is currently primarily based on transesophageal echocardiographic as well as invasive angiographic measurements, and can be challenging due to the complex and highly variable anatomy of the LAA. Computerized tomography (CT) is a 3-dimensional imaging modality that is increasingly being used for planning structural heart disease interventions. We assessed the variability of the measurements of the LAA ostium in patients with sinus rhythm and atrial fibrillation referred for CT angiography.

Methods: 101 consecutive patients with available retrospective spiral acquisitions as well as multiphase reconstructions between 0 to 90% of the peak R-wave to R-wave were included in this analysis. All acquisitions were performed using a third generation dual source system (Somatom Force, Siemens Healthineers, Forchheim, Germany). Data sets were transferred to dedicated Software (Ziostation2, Ziosoft Inc., Tokyo, Japan) which allows dynamic evaluation of the LAA ostium through the different phases of the cardiac cycle. Multiplanar reconstructions were aligned with the plane of the LAA ostium and measurements where performed in a cross-sectional plane orthogonal to the long axis of the LAA at the level of the left circumflex coronary artery. Four measurements were performed: area, circumference, area-derived diameter (√[area/π] x 2) and circumference-derived (perimeter/π). Furthermore assessment of the length if the LAA was assessed in all patients.

Results: Out of 101 patients (mean age 81 ± 8 years, 61% males), 48 patients were in sinus rhythm at time of acquisition and 53 patients were in atrial fibrillation. The mean area of the LAA ostium as well as perimeter were significantly larger in AF patients compared to SR patients (464±153 vs. 359±131 mm² and 78±12 mm vs. 69±12 mm for AF vs SR patients, respectively, p=0.001). Consequently the area derived diameter as well as perimeter derived diameter were consequently significantly larger in AF vs. SR patients (24±4 mm vs. 21±4 mm and 25±4 vs. 22±4 mm for area-derived vs. perimeter-derived diameter, respectively, p<0.001). The percentage difference between maximal and minimal LAA dimensions were significantly higher for sinus rhythm patients compared to atrial fibrillation [88% (IQR 60; 147%) vs. 21% (IQR 13; 42%), respectively, p<0.001] for median percentage area change and 34% vs. 10% for median percentage perimeter change (IQR 25; 52 vs. 7;18%, respectively, p<0.001).

For atrial fibrillation patients, the largest LAA dimensions (area, perimeter, area-derived and perimeter-derived diameters) was measured at an average of 40% of the peak R-wave to R-wave whereas for sinus rhythm patients, the maximal LAA dimensions were measured at an average of 46% of the peak R-wave to R-wave (p>0.05). The mean length of the LAA was significantly larger in AF patients compared to SR patients (19.5 mm vs. 17 mm for AF vs SR patients, p=0.04) and the median percentage change in length was significantly higher in SR vs. AF (32% [IQR 19; 61%] vs. 13% [IQR 9; 19%] for SR vs. AF patients).
Using multiphase computed tomography, we assessed the variability of the LAA dimensions in patients with sinus rhythm and atrial fibrillation throughout the cardiac cycle.

Material and Methods

Study design and patient population

This is a single center, retrospective study. Consecutive CT data sets of 101 patients referred for assessment prior to or following transcatheter aortic valve replacement were included in this analysis.

DSCT data acquisition and image reconstruction

CT data sets were acquired with a third generation dual source CT system (Somatom Force, Siemens Healthineers, Forchheim, Germany) using spiral acquisition with retrospectively ECG-gated reconstruction, with a scan range extending from the pulmonary artery bifurcation to the caudal aspect of the heart. Scan parameters were as follows: tube voltage 100 kV, tube current time product 500 mAs, collimation 2x192x0.6 mm and rotation time 250ms. ECG dose modulation was used with full radiation exposure between 10-70% of the R-wave to R-wave interval and a dose reduction to 20% outside this window. To assess contrast agent transit time, 10ml of contrast agent (Ultravist 370®, Bayer Vital, Leverkusen, Germany) was used. For CT angiography, 50 ml at a flow rate of 5ml/sec, followed by a 50 ml saline chaser at the same flow rate was injected.

For each patient, a multiphase reconstruction in 10% increments of the cardiac cycle was rendered using a small field of view data set to allow for 4-dimensional assessment of the left atrial appendage. All reconstructions were rendered using a medium soft convolution kernel (Siemens Bv40) with a slice thickness of 0.75 mm and slice increment of 0.5 mm and iterative reconstruction (Admire®, Siemens Healthineers, Forchheim, Germany) at a strength level of 2.

CT analysis of left atrial appendage

For primary analysis, multiphase reconstructions were transferred to a dedicated workstation (Ziostation2, Ziosoft Inc., Tokyo, Japan). The plane of the left atrial appendage ostium was defined as a plane connecting the upper left pulmonary vein superi-
The manual tracing of the plane of the LAA was only performed at one time point in the cardiac cycle and then automatically propagated by the software to all other phases. In every phase the tracing of the LAA ostial plane was visually verified and, if required corrected for possible errors according to the discretion of the observer. Furthermore, for each LAA the length was measured defined as the distance from the apex of the LAA to the plane of the ostium or in case of LAA with significant bends as the distance from the plane of the LAA ostium to the first bend. (Figure 2) The dimensions of the LAA ostium were compared between 48 patients with sinus rhythm and 53 in atrial fibrillation. Moreover the percentage change in dimensions (area, perimeter, area-derived diameter, perimeter derived diameter and length) defined as the percentage difference between the smallest measurement and the largest measurement were compared between both groups.

**Statistical analyses**

Continuous data are presented as mean ± standard deviation or median and interquartile range. Categorical variables are shown in proportions. Mean values were compared using t-test for normally distributed data and Mann-Whitney for data with non-normal distribution.

All statistical analyses were performed using IBM® (New York) SPSS® Statistics (version 21.0).
Results

Study population

101 patients were included in this analysis (mean age 81 ± 8 years, 61% males). Patients were divided in two groups: 48 patients in sinus rhythm (SR) and 53 patients in atrial fibrillation (either paroxysmal or persistent). All patients in the atrial fibrillation (AF) group were in AF during the CT acquisition. Baseline characteristics are shown in Table 1. Mean heart rate during the CT exam was 62±9 bpm for patients with sinus rhythms vs. 69±8 bpm in patients in atrial fibrillation (p=n.s).

Left atrial appendage ostium dimensions

The mean area of the LAA ostium as well as perimeter were significantly larger in AF patients compared to SR patients (464±153 vs. 359±131 mm² and 78±12 mm vs. 69±12 mm for AF vs SR patients, respectively, p=0.001). Consequently the area derived diameter as well as perimeter derived diameter were consequently significantly larger in AF vs. SR patients (24±4 mm vs. 21±4 mm and 25±4 vs. 22±4 mm for area-derived vs. perimeter-derived diameter, respectively, p<0.001). (Table 2 and 3) The percentage difference between maximal and minimal LAA dimensions were significantly higher for sinus rhythm patients compared to atrial fibrillation [88% (IQR 60; 147 %) vs. 21% (IQR 13; 42%), respectively, p<0.001] for median percentage area change and 34% vs. 10% for median percentage perimeter change (IQR 25;52 vs. 7;18%, respectively, p<0.001) (Figure 3).

For atrial fibrillation patients, the largest LAA dimensions (area, perimeter, area-derived and perimeter-derived diameters) was measured at an average of 40% of the peak R-wave to R-wave whereas for sinus rhythm patients, the maximal LAA dimensions were measured at an average of 46% of the peak R-wave to R-wave (p>0.05).

Left atrial appendage length

The mean length of the LAA was significantly larger in AF patients compared to SR patients (19.5 mm vs. 17 mm for AF vs SR patients, p=0.04) and the median percentage change in length was significantly higher in SR vs. AF (32% [IQR 19; 61%] vs. 13% [IQR 9;19%] for SR vs. AF patients)

Discussion

In this retrospective analysis, we demonstrate a significant change in LAA ostial dimensions through the cardiac cycle with maximum measurements for both perimeter as well as area measurements at 40-50% of the electrocardiographic peak R-wave to R-wave corresponding to atrial diastole. This dynamism is, as intuitively assumed more pronounced for patients in sinus rhythm – due to the contractile function of the left atrial appendage - compared to patients in atrial fibrillation (median percentage area and perimeter change 88% and 34% vs. 21% and 10% for SR vs. AF patients, respectively). Nevertheless, AF patients – a subset that might come in question for percutaneous LAA occlusion – still demonstrate a certain degree of dynamism of the LAA ostium dimensions potentially influencing sizing strategies for different LAA occluders available on market.

So far, several studies have reported on the use of 3-dimensional imaging (specifically CT imaging) prior to LAA interventions. In a large single center registry of 73 patients, Rajwani et al. reported a favorable outcome for LAA occlusion procedures using routine incorporation of CT data for pre-procedural sizing [12].
In their cohort - albeit in a retrospective fashion - , CT assessment altered device selection in more than half of the cases, compared to standard transoesophageal echocardiography (TEE). In this study, CT acquisitions were performed using high-pitch spiral acquisitions which per standard are set to be triggered at 60% of the peak R-wave to R-wave. However in the setting of atrial fibrillation, a clear knowledge of the exact time trigger of the acquisition remains questionable for this CT acquisition mode. Along the same line, in a cohort of 53 patients examined by Wang et al., device selection using CT imaging prior to LAA occlusion showed 100% accuracy, whereas the use of maximal LAA ostial diameters whether in 2D-TEE or 3D-TEE would have resulted in incorrect device selection in 62% and 53%, respectively [13]. In this study, sizing of the LAA was performed using ventricular systolic phases corresponding to the maximal diastolic atrial filling. In a more recent study by Eng et al., a small cohort (a total of 24 patients) was prospectively randomized to CT vs. TEE guidance prior to LAA occlusion [14]. The authors demonstrated a better device selection as well as procedural efficiency for the CT arm compared to the TEE arm. In fact, in this small cohort, the accuracy of first device selection was 92% compared to 27% for CT vs. TEE. Although CT acquisitions were performed using retrospective ECG-triggering, no clear mention of the exact time point of LAA sizing was reported. Furthermore, in a cohort of 36 patients examined using CT as well as 2-dimensional TEE, Goitein et al. reported a better prediction of device sizing prior to percutaneous LAA occlusion using perimeter assessment of LAA ostium in CT compared to diameter measurements in TEE [15]. In their cohort, acquisitions were performed in ventricular systole at 30-40% of the cardiac cycle.

Beyond 3-dimensional assessment of the LAA using CT imaging, few studies have recently reported the feasibility and usefulness of CT-based 3D printing for assessment of the LAA prior to percutaneous closure [16-18]. Using this modern technology, Hell et al. could demonstrate - in a small cohort of 22 patients treated with the Watchman® device - the additive value of CT-based 3D printing compared to anatomical CT 3-dimensional information for device selection prior to percutaneous closure [16].

Moreover, Hozawa et al. recently compared LAA volume and dimensions in 60 patients with normal sinus rhythm compared to patients with paroxysmal atrial fibrillation [19]. In their cohort, CT imaging was performed at 75% of the peak R-wave to R-wave in patients with sinus rhythm (ventricular diastolic phase) whereas for patients with paroxysmal AF, retrospective CT acquisitions along the entire cardiac cycle were available. However, for the purpose of comparison, LAA dimensions were compared only in

---

**Table 2:** Area measurement of LAA ostium through the cardiac cycle.

<table>
<thead>
<tr>
<th></th>
<th>Sinus rhythm</th>
<th>AF</th>
<th>P-value</th>
</tr>
</thead>
<tbody>
<tr>
<td>Mean ±SD (mm²)</td>
<td>359 ± 131</td>
<td>464 ± 153</td>
<td><strong>0.001</strong></td>
</tr>
<tr>
<td>Median (mm²)</td>
<td>378 ± 140</td>
<td>468 ± 150</td>
<td><strong>0.002</strong></td>
</tr>
<tr>
<td>Minimum (mm²)</td>
<td>233 ± 108</td>
<td>406 ± 169</td>
<td>&lt; <strong>0.001</strong></td>
</tr>
<tr>
<td>Maximum (mm²)</td>
<td>440 ± 150</td>
<td>517 ± 154</td>
<td><strong>0.025</strong></td>
</tr>
<tr>
<td>Percentage Difference % Median (IQR)</td>
<td>88 (60;147)</td>
<td>21 (13;42)</td>
<td>&lt; <strong>0.001</strong></td>
</tr>
<tr>
<td>Time point maximum area (% R-wave to R-wave peak, mean ± SD)</td>
<td>46 ± 13</td>
<td>40 ± 15</td>
<td>0.16</td>
</tr>
</tbody>
</table>

**Table 3:** Perimeter measurement of LAA ostium through the cardiac cycle.

<table>
<thead>
<tr>
<th></th>
<th>Sinus rhythm</th>
<th>AF</th>
<th>P-value</th>
</tr>
</thead>
<tbody>
<tr>
<td>Mean ±SD (mm)</td>
<td>69 ± 12</td>
<td>78 ± 12</td>
<td><strong>0.001</strong></td>
</tr>
<tr>
<td>Median (mm)</td>
<td>72 ± 13</td>
<td>79 ± 12</td>
<td><strong>0.007</strong></td>
</tr>
<tr>
<td>Minimum (mm, mean ± SD)</td>
<td>56 ± 13</td>
<td>73 ± 15</td>
<td>&lt; <strong>0.001</strong></td>
</tr>
<tr>
<td>Maximum (mm, mean ± SD)</td>
<td>77 ± 13</td>
<td>83 ± 11</td>
<td><strong>0.031</strong></td>
</tr>
<tr>
<td>Percentage Difference % Median (IQR)</td>
<td>34 (25;52)</td>
<td>10 (7;18)</td>
<td>&lt; <strong>0.001</strong></td>
</tr>
<tr>
<td>Time point maximum Perimeter (% R-wave to R-wave peak, mean ± SD)</td>
<td>47 ± 15</td>
<td>41 ± 19</td>
<td>0.23</td>
</tr>
</tbody>
</table>
Comparisons only in ventricular diastolic phases- the authors report significantly larger dimensions of LAA-orifice as well as LAA volume in AF patients compared...
Several limitations in this study need to be acknowledged. First, our patient cohort included a relatively small cohort referred for CT imaging prior to transcatheter aortic valve replacement. Furthermore, CT measurements were performed by a single observer once so intra- and inter-observer differences could not be reported. However, our data shed light on the importance of careful timing of CT acquisitions in the context of LAA imaging prior to interventional closure. The currently available literature is somehow heterogeneous as far as CT acquisition protocols prior to LAA occlusion are concerned. Especially with the expected increase in CT imaging in this context, standardized acquisition protocols as well as reporting algorithms need to be developed to allow for standardized reporting. According to our data, to identify maximal LAA dimensions, CT imaging for the purpose of LAA occlusion should be targeted in atrial diastole (40-50% of the peak R-wave to R-wave).

Acknowledgment

We would like to express our sincere thanks to Mr. Tsuyoshi Nagata from Ziosoft for his help and assistance in the processing of the CT data sets as well as his continuous support with data analysis.

Conflict of Interest

Mohamed Marwan has received speaker honoraria from Siemens Healthcare and Edwards Lifesciences.

Comment on this Article or Ask a Question

References

2. Granger CB, Armaganian LV. Newer oral anticoagulants should be used as first-line agents to prevent thromboembolism in patients with atrial fibrillation and risk factors for stroke or thromboembolism. Circulation. 2012;125:159-164. DOI: 10.1161/CIRCULATIONAHA.111.031146
5. Blanke P, Dvir D, Cheung A, Levine RA,


